Removal of an encrustation catheter impacted in the prostatic urethra by holmium laser.
It is difficult to withdraw an encrusted urinary catheter, especially when it is impacted in the prostatic urethra. This article reports our experience with removing an encrusted urethral catheter using holmium laser through the suprapubic cystostomy tract.